To assess the yield of screening for atrial fibrillation (AF) with a hand-held single-lead electrocardiogram (ECG) device during influenza vaccination in primary care in the Netherlands.
Introduction
Atrial fibrillation (AF) affects 1-2% of the total population, with prevalences increasing with age. 1 If untreated, AF increases the risk of ischaemic stroke, heart failure, and mortality. 2 Anticoagulants are very effective and reduce the stroke risk by 60%, and all-cause mortality by 25%. 3 Underdiagnosis of AF is, however, common and may at least partly be related to a lack of symptoms, so-called 'silent AF'. 4 In patients admitted with an ischaemic stroke in the presence of AF, the arrhythmia was unknown in one-fourth to almost half of the patients. 5, 6 Early detection of AF followed by adequate anticoagulation can help prevent ischaemic strokes. 1 Older age and co-morbidities such as heart failure, hypertension, diabetes, prior transient ischeamic attack (TIA)/stroke, and vascular disease (CHA 2 DS 2 -VASc score) drive the risk of thromboembolism. 7 Guidelines recommend to prescribe anticoagulation therapy to AF patients with a CHA 2 DS 2 -VASc score of 1 or more (or 2 or more), independent of whether AF is paroxysmal or persistent, screen detected, or diagnosed in patients with symptoms. 1, 4, 8, 9 The 2010 European Society of Cardiology (ESC) guidelines recommend screening for AF among those aged 65 years and over in primary care, for instance by pulse palpation during blood pressure measurement, and followed by an electrocardiogram (ECG) in case of irregularity. 1 Practice studies in primary care showed that active pulse feeling is infrequently performed nowadays, and there seems to be room for improvement of (early) detection of AF with devices. 10 Non-invasive devices such as specialized blood pressure monitors that automatically detect AF (MicroLife RR monitor), and devices that register single-lead ECGs (AliveCor, MyDiagnostick) may be considered good alternatives for AF screening.
11,12
The MyDiagnostick is an easy to apply device that registers and automatically analyses a single-lead I rhythm strip after holding the device with both hands for one minute. It signals a red light in case of rhythm irregularity suspicious for AF, and a green light in case of absence of AF. The rhythm strip can be visualized and analysed by linking the device to a computer. A recent validation study showed that the sensitivity and negative predictive value of a green light signal was very good (both 100%) in a cardiology setting with a prevalence of AF of 28%. In a pilot study, this device seemed feasible as a screening tool during influenza vaccination in primary care. 12 These results need confirmation in a larger study to quantify the yield of selective 'mass screening' during influenza vaccination. Every autumn, general practitioners (GPs) in the Netherlands invite eligible community-dwelling persons for a 1-day influenza vaccination session. Dutch indications for influenza vaccination are: (i) age 60 years or over, and (ii) for younger persons, (a history of) diabetes mellitus, COPD, asthma, ischaemic heart disease, or heart failure. 13 This setting provides an ideal opportunity for selective screening of a large population of community-dwelling persons who are at increased risk of AF. We aim to (i) calculate the proportion of newly detected cases, (ii) assess feasibility of large-scale screening with a single-lead ECG device during influenza vaccination, (iii) evaluate the patient characteristics most predictive for a new screen-detected diagnosis of AF, (iv) determine the CHA 2 DS 2 -VASc score of novel screen-detected cases and compare these with known cases with AF who received influenza vaccination, and (v) identify enablers and barriers to the implementation of screening with the MyDiagnostick during influenza vaccination.
Methods

Study population
Ten general practices participated, all located in the northern part of the Netherlands, in the vicinity of Groningen. These practices had 49 190 community-dwelling persons enlisted and in the year 2013, 15 032 (30.6%) persons were eligible and invited for the yearly influenza vaccination. Eventually, 9450 (62.9%) showed up to receive the influenza vaccination at the 1-day session. We invited a sample of 3269 persons (34.6% of all participants of the influenza vaccination) to hold the MyDiagnostick. Patients were invited to participate, irrespective of whether the patient was already known with the arrhythmia. Patients were informed that AF mainly affects elderly, that is, those aged ≥65, and research nurses were instructed to selectively screen people aged over 60, including those already known with AF. All participants signed informed consent. The management of newly detected cases of AF was at the discretion of the participating GP.
The study was approved by the medical ethics committee of the Martini Hospital Groningen.
Study procedure
Most general practices in the Netherlands use two rooms for the mass influenza vaccination. Two GP nurses perform the registration in one room, and in the second room three to four healthcare workers (a mix of nurses and GPs) do the immunization. During the year of the study, the 10 participating GP practices performed their influenza vaccination each on another evening. Thus, one and the same research team could visit each practice and blend screening for AF with the immunization programme. Two trained research nurses explained the MyDiagnostick to influenza participants older than 60, and two other nurses took care of the handling of the device by patients, the informed consent, and the registration of the results (green or red signalling). The four research nurses received a training of 30 min on the ins and outs of the MyDiagnostick device, about asking informed consent, and the filling out of the case record form.
Within the logistics of the influenza vaccination every eligible participant received a short lasting instruction on how to hold the device during 1 min and information on the consequences of a green and red signal. Our research team used 10 sticks every evening and was able to screen 160 persons per hour. For the purpose of this study, a cardiologist was present during the influenza vaccination session in all 10 locations, and immediately judged the one-channel ECG on the computer with the stick connected to it.
After the screening sessions, the MyDiagnostick rhythm registrations of all 3269 participants were analysed. In case of a red light, the ECG recording was analysed by two cardiologists (R.T. and L.J.G.) for the presence or absence of AF. In case of conflicting interpretation, the two cardiologists discussed the case to come to consensus. The ECG recordings of the green MyDiagnostick results were analysed by one single cardiologist (R.T.). In this article, we refer to a green MyDiagnostick light in combination with no AF on the single-lead ECG registration as a 'negative MyDiagnostick result'. A red light in combination with confirmation of AF on the ECG strip is a 'positive MyDiagnostick result'.
Data collection from the electronic medical files of the participating general practitioners
Of all participants, age and gender were registered, and from a random sample of 220 persons with a negative MyDiagnostick result the What's new † We have demonstrated that single-lead electrocardiogram screening with an easy to use hand-held device can be blended with influenza vaccination and thus is scalable to a nationwide approach with as a result tens of thousands new cases of atrial fibrillation (AF) that could receive adequate stroke prevention. † The prevalence of newly detected AF cases during influenza vaccination was 1.1%. Below 60 years, no new cases were detected. † Screen-detected cases of AF should in the large majority receive anticoagulation considering their age and co-morbidities.
Yield of screening for atrial fibrillation in primary care information on co-morbidities was gathered by scrutinizing the GP's electronic medical files including letters from medical specialists. The same was done in all AF cases with the screening, both new and already known cases.
Data analysis
For comparison between groups, we used the x 2 test or Fisher's exact test for dichotomous variables and Student's t-test for continuous variables. Medical characteristics between sample with no AF at screening (n ¼ 220) and the screen-detected cases (n ¼ 37) were first compared using univariable logistic regression. We included age, male gender, history of stroke or TIA and at least one of remaining CHA 2 DS 2 -VASc score co-morbidities. We used only four predictors for both univariable and multivariable logistic regression analyses because we had 37 new cases of screen-detected AF. All analyses were performed with R for windows version 3.1 (The R foundation statistical computing, http://cran.r-project.org).
Results
In total, 9450 persons participated in the influenza vaccination (mean age 64.1, SD 16.5, years). The 3269 persons (34.6%) who held the MyDiagnostick were more often men (49.0 vs. 44.9%) and on average 8.6 years older than the 6181 persons who were not screened ( Table 1 and Figure 1 ). It was logistically not feasible to ask all eligible persons to participate because providing written informed consent took some time.
In total, 193 participants (5.9% of the screened population) had a red signalling with the MyDiagnostick. Of them, 121 (3.7% of the screened population) had AF on the single-lead rhythm strip according to the cardiologists (Figure 2) . Eighty-four cases were already known with AF, and 37 (1.1% of the screened population) were new screen-detected cases. In 3 of the 193 cases with a red signal, the rhythm strip could not be interpreted by either cardiologist and these were considered as 'no AF'. In all 3076 cases with a green light, the cardiologist could confirm sinus rhythm.
The 37 new screen-detected cases of AF were older, had more co-morbidities such as hypertension (64.9% vs. 43.2%), stroke (18.9% vs. 2.7%), TIA (8.1 vs. 0.5%), and COPD (10.8% vs. 3.2%) than a random sample of 220 participants of the influenza vaccination, but without AF ( hypertension, heart failure, or vascular disease. Multivariable logistic regression showed that age (OR 1.09 per year; 95% CI 1.05 -1.14) and a history of ischaemic stroke or TIA (OR 6.05; 95%CI 1.93 -19.0) were independent predictors of a screen-detected diagnosis of AF ( Table 3) . The prevalence of screen-detected AF cases increased with age, from 0% in those aged ,60 years to 4.9% in those aged 85 years and over ( Table 4) .
Among screen-detected AF patients, 2.7% had a CHA 2 DS 2 -VASc of 0, 18.9% a score of 1, and 78.4% a score of 2 or more. The distribution was similar to cases already known with AF ( Table 5) .
Of the 193 individuals with a red signal, 72 (37.3%) had no AF on the single-lead I ECG analysed by the two cardiologists. Thirty-four (47.2%) had premature atrial or ventricular complexes, 25 (34.7%) had sinus arrhythmia, and 10 (13.9%) had irregularity caused by artefacts. Three cases had un-interpretable results (0.1% of all cases who held the MyDiagnostick); one because of artefacts, one because of a pacemaker rhythm, and one because of the cardiologists thought that it could be either extra systoles or atrial flutter. With a 12-lead ECG 1 day later, two had sinus rhythm, and one sinus arrhythmia. One of these three cases was known with paroxysmal AF and had DDDR pacemaker for bradycardia, and the pacemaker was active at the time he held the MyDiagnostick and not during the 12-lead ECG.
Discussion
By screening community-dwelling persons during influenza vaccination in primary care AF was detected in 3.7% (2.6% already known cases of AF, and 1.1% new cases). The screen-detected cases of AF had a similar CHA 2 DS 2 -VASc score as those already known with AF, and the large majority would need anticoagulation. Age (OR 1.09 per year, 95%CI 1.05 -1.14) and a history of TIA or stroke (OR 6.05 95%CI 1.93 -18.98) were independent predictors for screendetected AF.
In a previous study in the UK, community-dwelling person aged 65 years or over from primary care were investigated by systematically taking the pulse followed by a 12-lead ECG if irregular. With this method, 1.6% new cases were detected during 1 year, while 1.0% a year was detected with care as usual. 10 Indications for VKA in two cases was (1) a history of deep vein thrombosis and lung embolus, and a history of ischaemic stroke. The indications in five cases with a negative MyDiagnostick result were (1) a history of more than one deep vein thrombosis or lung embolus, (2) heart valve replacement, and (3) secondary prevention after ischaemic stroke. NOAC, non-vitamin K antagonist oral anticoagulant.
the community, primary care, or cardiology outpatients clinics showed that screening with pulse palpation resulted in 1.4% new screen-detected cases of AF. 14 This is in line with our results achieved by a single screening session during influenza vaccination.
Guidelines consider screen-detected AF cases to be at increased risk for stroke and eligible for stroke prevention based on the CHA 2 DS 2 -VASc score. 15 In a substudy of the AFFIRM study, including 481 asymptomatic and 3576 symptomatic AF patients, the absence of symptoms (silent AF) did not result in a significant difference in mortality after correction for baseline differences (adjusted hazard ratio 1.07, 95% CI 0.79-1.46) or major events (death, disabling stroke, major central nervous system haemorrhage, or cardiac arrest) (adjusted HR 1.14, 95% CI 0.87 -1.50) compared with AF with symptoms. 4 Another study compared the prognosis of 148 asymptomatic and 952 symptomatic AF patients during a mean follow-up of 10 years. After adjustment for differences in baseline characteristics a borderline-significant increased risk for ischaemic stroke was seen in asymptomatic patients (hazard ratio 1.8, 95% CI 1.0 -3.8) compared with symptomatic AF, whereas asymptomatic patients were more often treated with anticoagulants (40 vs. 21%). 16 The fact that in the present study 27% of patients with screendetected AF already had a history of TIA or stroke underlines the importance of detecting silent AF. Two previous studies validated the accuracy of the light signal of the MyDiagnostick against an immediately followed 12-lead ECG as the reference test. In a case-control design with an AF prevalence of 28 and 53%, respectively, the negative predictive values were 100 a Diabetes mellitus, hypertension, heart failure, and/or vascular disease (coronary heart disease, CABG/PCI, myocardial infarction, and/or peripheral arterial disease). Cases with AF at moment of screening that was already known per number of screened individuals per age category. c Screen-detected AF cases per number of screened individuals per age category. and 93%, and the sensitivities 100 and 94%, respectively. 12 In a screening setting with a low prevalence of (unknown) AF, a green light signal with the MyDiagnostick will result in a very small number of missing cases (low false negatives). A red signal, however, should be followed by an adequate interpretation of electrocardiographic data, either the 1-min lead I registration recorded by the MyDiagnostick or a 12-lead ECG taken immediately after holding the device. Current guidelines on AF recommend diagnosing AF with either a 12-lead ECG, or a single-lead ECG lasting for 30 s or more. 1, 9 Ambulatory ECG monitors that record two leads of an ECG showed high sensitivity to detect a variety of cardiac arrhythmias, 17 and such devices are widely used nowadays for detecting AF in highrisk patients (e.g. after ischaemic stroke). 18 Interpretation of a lead-I
ECG by an experienced physician has a high correlation with a 12-lead ECG, with a sensitivity and specificity of 95 -96 and 90-95%, respectively.
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Feasibility
We could not detect a single novel case of AF among 271 persons aged ,60 years, which underlines that screening of communitydwelling persons should focus on older individuals, i.e. aged 60 or 65 years or over. Screening during influenza vaccination is a single time-point screening, and thus, paroxysmal AF may be missed. The Stroke Stop study has demonstrated that repeated measurements during 2 weeks in patients aged 75-76 years increases the yield of screening compared with single time-point screening. 20 However, this approach requires an extensive and expensive programme. Our study blended single-point screening with the existing programme of influenza vaccination. This is feasible at limited costs and generating a considerable yield. It may therefore have a large impact on general health of those aged over 60 years. Screening with the MyDiagnostick is easily performed; it takes only 1 min and can be done without supervision. In our study, 160 persons per hour were screened with 10 MyDiagnosticks by four research nurses. In general, the participants of influenza vaccination were very willing to participate. The main barriers are the need for more personnel and the informed consent procedure.
In the present study, silent AF was present in 1.3% of all patients ≥65 years (derived from Table 4 ; 33/2.557 patients). Seventeen per cent of the in total 17 million inhabitants in the Netherlands is aged at least 65 years, and influenza vaccination rate in this age category is around 80%. 13 Blending screening with a handheld device with such vaccination could potentially result in screening of 2.3 million people (0.80×0.17×17 million) with as a result up to 30 000 (1.3%) new cases of AF that could receive adequate stroke prevention. Therefore, such a screening approach is scalable to make a significant nationwide impact on stroke reduction. A previous study described that screening of community-dwelling people aged over 65 years with 12-lead electrocardiography was cost effective with a participating rate of 50%. 8 Our approach, to screen for AF with an easy to use handheld device during an existing influenza vaccination programme, is potentially even more cost effective to reduce ischaemic strokes. For the purpose of the study, the cardiologist was present on the location of screening and immediately judged the ECG from the stick. When implemented on a large scale, this may not always be possible or desirable. In that case, the MyDiagnostick ECG rhythm strips can be sent to a cardiologist to confirm the presence of AF. In our study, in only 3 cases (0.1%), the rhythm strip was not adequately interpretable.
Limitations
We did not screen all participants of the influenza vaccination, but selectively aimed at those aged 60 years or over. This selection was applied because under the age of 60 years AF is very uncommon. Secondly, we missed some eligible persons because of time commitment for informed consent, and this could have resulted in more selectively inclusion of more healthy and literate patients. We considered it unlikely that this had substantial impact on our point estimate of screen-detected AF, the more because when such a screening is institutionalized a selection towards more healthy and literate persons would also occur.
We had information of a random sample of 220 persons with a negative MyDiagnostick result. We decided to only assess a random selection of all persons with a negative lightning result for practical and logistic reasons. Higher age in the screened population than in the controls may have resulted in bias towards detecting age as an independent factor.
The lead I registrations of the MyDiagnostick were interpreted by the cardiologists while having knowledge of the lightning results. Cardiologists were not blinded to the red/green signalling. Importantly, our aim was the yield of screening, not evaluation of the accuracy of the MyDiagnostick.
Conclusions
Screening with a single-lead ECG device during influenza vaccination in primary care resulted in 1.1% new cases of AF and is a feasible option for large-scale screening.
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